Surgical treatment of subtrochanteric fractures of the femur: biomechanical aspects.
The internal fixation of subtrochanteric fractures of the femur must meet precise mechanical requirements in order to be capable of resisting the considerable bending stresses acting on this part of the body. On the basis of the results obtained in ninety two fractures treated surgically with various fixation devices, the authors analyse the biomechanical characteristics of the various implants in relation to the different types of fractures.